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Release Notes: F-960 

Version 1.9.4.1 

Release Date: March 12, 2017 

Additions 

• Passcode to enter calibration menu enabled (SETUP>CALIBRATION) as well as the Set 

Zero menu (SETUP>SET ZERO).  

Changes 

• Menus related to calibration got rearranged 

• User is warned when the C2H4 concentration is above 1000 ppm (displays “out of range” 

message on the bottom right of screen in continuous mode) 

Fixes 

• Fixed bug of Ethylene decimal places in Continuous mode 
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